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chronic pain or severely limited mobility, 
Total Hip Arthroplasty (THA) is widely 
regarded as a highly successful opera-
tion improving their quality of life.[3–6] 
During THA, the diseased hip is replaced 
with a ball-and-socket joint designed to 
mimic the biomechanics of the hip. The 
ball-and-socket assembly can consist of 
a metallic head articulating either on a 
metallic cup (metal-on-metal implants: 
MoM) or on a polyethylene lining (metal-
on-polymer implants: MoP). The global 
demand for THAs has been predicted to 
rise;[7,8] a study of 20 countries projects 
that hip surgeries will increase from 
1.8 million in 2015 to 2.8 million in 2050.[9] 
Failure of an implant necessitates revi-
sion surgery, which is more expensive and 
carries higher risk of complications for 
the patient than the primary THA.[10,11] 
Hence, the reliability of hip implant 
materials is a growing concern since 
THAs are increasingly being performed 
on younger patients with more active lifestyles and longer life 
expectancies.[12]
In order to ease surgery as well as facilitate revision without 
removing a well-fixed stem from the femoral bone,[13] modu-
larity, or the separation of various components of the implant, 
was introduced. Hence in modern designs, the “ball” in the 
ball-and-socket joint is made of a cobalt alloy (Co–Cr–Mo) 
femoral head and titanium alloy (Ti-6Al-4V) femoral stem cou-
pled via a Morse taper junction[14] to utilize the superior wear 
resistance of cobalt alloy articulating surfaces[15] as well as osse-
ointegration properties[16] and lower elastic modulus[17] of the 
titanium alloy. This head-stem interface is susceptible to both 
fretting (micro-motion) due to cyclic loading as well as corro-
sion due to the ingress of biological fluids. The ensuing wear 
debris and corrosion products released from the taper junction 
accumulate in the hip joint cavity, possibly leading to Adverse 
Local Tissue Reactions (ALTRs),[18] pseudotumors,[19–21] and/or 
osteolysis (degeneration of bone). The latter may cause aseptic 
loosening and fracture of the implant.[22] Metal ions released 
from the implant may be transported into the bloodstream,[23,24] 
causing systemic effects. Cobalt has been associated with thy-
roid, cardiac, and neurological dysfunction[25] while Cr6+ ions 
are carcinogenic.[26]
Cases of ALTRs due to fretting cobalt–titanium alloy taper 
junctions have been reported in MoM[27,28] as well as MoP 
Millions worldwide suffer from arthritis of the hips, and total hip replacement 
is a clinically successful treatment for end-stage arthritis patients. Typical 
hip implants incorporate a cobalt alloy (Co–Cr–Mo) femoral head fixed on a 
titanium alloy (Ti-6Al-4V) femoral stem via a Morse taper junction. However, 
fretting and corrosion at this junction can cause release of wear particles 
and metal ions from the metallic implant, leading to local and systemic 
toxicity in patients. This study is a multiscale structural-chemical investiga-
tion, ranging from the micrometer down to the atomic scale, of the under-
lying mechanisms leading to metal ion release from such taper junctions. 
Correlative transmission electron microscopy and atom probe tomography 
reveals microstructural and compositional alterations in the subsurface of the 
titanium alloy subjected to in vitro gross-slip fretting against the cobalt alloy. 
Even though the cobalt alloy is comparatively more wear-resistant, changes 
in the titanium alloy promote tribocorrosion and subsequent degradation of 
the cobalt alloy. These observations regarding the concurrent occurrence of 
electrochemical and tribological phenomena are vital to further improve the 
design and performance of taper junctions in similar environments.
© 2020 The Authors. Published by WILEY-VCH Verlag GmbH & Co. KGaA, 
Weinheim. This is an open access article under the terms of the Creative 
Commons Attribution License, which permits use, distribution and repro-
duction in any medium, provided the original work is properly cited.
1. Introduction
Arthritis, an informal term encompassing a wide variety of 
joint pains or joint diseases, is a leading cause of disability 
worldwide. In the United States alone, 52.5 million adults were 
affected by arthritis in 2010 and 78.4 million adults will be 
affected by 2040.[1] Hip and knee osteoarthritis has been ranked 
as the 11th highest cause of global disability.[2] For patients with 
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implants.[29,30] Alerts on MoM hip implants have been issued 
by the U.S. Food and Drug Administration due to con-
cerns about metallic debris from the articulating cobalt alloy 
bearing surfaces (i.e., between the ball and socket).[31] How-
ever, cobalt–titanium alloy taper junctions in MoP implants 
have also been documented to release corrosion products 
and cause ALTRs[32–34] similar to the MoM-bearing surfaces. 
A recent clinical study concluded that cases of ALTRs were sig-
nificantly higher in patients carrying a modular MoM implant 
(46%) compared with a non-modular MoM (16%) and that fret-
ting corrosion at modular junctions in cobalt-titanium alloy 
couples was clinically more significant than wear of the MoM 
bearing.[35]
Cobalt and titanium alloys are known to be highly corrosion-
resistant due to the formation of passive oxide layers on the 
surface.[36] The oxide film on the cobalt alloy has a higher hard-
ness and fracture strength compared to the oxide layer on the 
titanium alloy.[37–39] In spite of this, significant transfer of cobalt 
and chromium to the titanium alloy[40] and higher rates of deg-
radation in the cobalt alloy compared to the titanium alloy[41] 
were observed in cases of in vivo fretting. The mechanisms 
leading to these effects are still being debated. During in vitro 
studies of fretting corrosion in cobalt–titanium alloy couples, 
the mechanical (variation of inter asperity distance with load) 
and electrochemical (fretting current) measurements[38] as well 
as overall corrosion damage[5] were observed to depend on the 
cobalt alloy rather than the titanium alloy, again for reasons that 
are unknown. The relative corrosion resistances of the cobalt–
titanium alloy couple observed in vitro have indicated that no 
galvanic corrosion takes place.[42] The abrasive wear of the 
cobalt alloy head by the titanium alloy stem has been suggested 
to occur due to in vivo oxidation of the titanium alloy, which 
increases its surface hardness above that of the cobalt alloy.[43] 
On the other hand, Fischer et al. concluded that the fretting 
behavior is dominated by delaminations on the titanium alloy 
resulting in microploughing and subsequent corrosion in the 
cobalt alloy.[44]
To summarize, the wear and corrosion mechanisms as well 
as associated ion release pathways occurring during fretting 
of cobalt–titanium alloy couples in taper junctions are to date 
unclear. Recognizing that changes in the subsurface play a 
role during fretting, we investigate here the nano-scale struc-
ture and near-atomic scale 3D elemental distribution of the 
subsurfaces of a cobalt-titanium alloy couple that was subjected 
to in-vitro gross-slip fretting in bovine calf serum with 3 mm 
H2O2. This scenario reflects loading conditions of hip joint 
taper junctions in an inflammatory periprosthetic environ-
ment. For this purpose, we employ the correlative transmis-
sion electron microscopy (TEM) and atom probe tomography 
(APT) method, which is a novel high resolution technique to 
investigate nano- and atomic-scale phenomena involving both 
structural and chemical features.[45,46] We provide evidence 
that a folding mechanism takes place in the subsurface of the 
titanium alloy that leads to the formation of raised shelves on 
the surface. These raised shelves formed on the titanium alloy 
microplough the cobalt alloy surface and hence promote tribo-
corrosion in the cobalt alloy, thus leading to the release of metal 
ions into the surrounding serum. During the folding process, 
surface oxides (from both the titanium and cobalt alloy), the 
interfacial medium, as well as cobalt and chromium (from the 
corroding cobalt alloy) are incorporated into the subsurface of 
the titanium alloy.
2. Results
2.1. Titanium and Cobalt Alloy Systems
The microstructural analysis of the titanium and cobalt alloys 
(before the fretting tests) is shown in Figure 1. The initial 
microstructure of the titanium alloy (Ti-6Al-4V, DIN EN 
ISO 5832–3) contains both α (hcp, ≈90% area fraction) and 
β (bcc) phases in an α + β phase field processed condition 
(Figure 1a). The α phase has a “globularised” morphology due 
to recrystallization under thermomechanical processing.[47] 
The edge of the cylinder has a plastic zone (≈5 µm depth) 
with elongated α due to preceding sample machining. APT 
reconstruction of the subsurface (in the plastic zone) provides 
a quantitative 3D atom map of the distribution of the con-
stituent elements and elemental partitioning between the α 
and β phases (Figure 1b). The composition of titanium, alu-
minum, and vanadium in the α phase are 87.5, 9, and 3 at%, 
respectively, and that in the β phase are 77.5, 5, and 16.5 at%, 
respectively (Figure 1c). Such elemental partitioning is typ-
ical for Ti-6Al-4V alloys processed in the α + β temperature 
regime.[48,49]
Electron channeling contrast imaging (ECCI) of the 
mechanically polished surface of the cobalt alloy (Co-Cr-Mo, 
DIN EN ISO 5832-12) prior to fretting reveals the typical 
microstructure of a wrought processed Co–Cr–Mo alloy 
without carbides (Figure 1d).[50] Equiaxed grains with twins 
and crystalline defects such as stacking faults and partial dis-
locations are visible (Figure 1e inset). Electron backscatter dif-
fraction (EBSD) analysis confirms that the matrix is γ-fcc (not 
shown). Figure 1f is the APT reconstruction of the subsurface 
of the cobalt alloy. The APT reconstruction and the 1D-con-
centration profile extracted from it (Figure 1f) reveals that the 
cobalt alloy has a homogenous composition of ≈63 at% Co, 
≈30.5 at% Cr, and ≈3 at% Mo. Si (1.7 at%) and Mn (0.6 at%) 
are present as well, which are within the allowed standard 
limits for this material.
To elucidate the mechanisms of fretting corrosion, a curved 
cobalt alloy pin was fretted against a titanium alloy cylinder in 
a medium consisting of bovine calf serum and 3 mm H2O2, 
as schematically illustrated in Figure 1g. The normal load, 
frequency, and amplitude of displacement were chosen to mimic 
the average human gait cycle in the gross slip regime (detailed 
in the Experimental section). A multiscale characterization was 
conducted, including inductively coupled plasma-optical emis-
sion spectroscopy, scanning, and transmission electron micros-
copy and correlative methods of atom probe tomography, to 
break down the structural and chemical evolution of the fretted 
area from a microscopic to a near atomic length scale. After 
50 000 fretting cycles, both the surfaces were cleaned with enzy-
matic soap to remove the organic fraction of the tribomaterial 
formed between the surfaces. The measured gravimetric wear 
loss in both the titanium and cobalt alloy after the removal of 
the tribomaterial was within the range of resolution of the scale 
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(0.1 mg), suggesting that the mass loss was very small under 
the chosen parameters.
2.2. Titanium Alloy after Fretting
2.2.1. Wear Surface of the Titanium Alloy
The microstructure of the titanium alloy after fretting is shown 
in Figure 2. The prominent features on the wear surface of the 
titanium alloy (Figure 2a) are raised shelves, troughs adjacent 
to the shelves and grainy debris filling the troughs.
2.2.2. Subsurface of the Titanium Alloy
The TEM bright field image (BF) of the cross-section of a 
shelf is given in Figure 2b. An oxide layer is present on the 
surface (marked in Figure 2b). The subsurface microstruc-
ture consists of two zones: a near-surface zone (zone 1 in 
Figure 2b) containing a refined matrix phase, beneath which 
is a zone of ultrafine equiaxed grains (zone 2 in Figure 2b). 
In the near-surface zone 1, ribbon-like features of different 
thicknesses are laminated along with the refined matrix 
phase. Selected area diffraction indicates that the matrix 
region (dotted circle in Figure 2b) is partially amorphous. 
Inside ribbon-like features corresponding to the α phase 
(yellow square in Figure 2b), cusping, and subgrain forma-
tion has occurred (Figure 2c). Comparatively thinner rib-
bons, appearing as long dark bands (ellipse in Figure 2b), 
contain similarly oriented subgrains of the α phase. The rest 
of the ribbons (blue square in Figure 2b) were found to be 
oxides (Figure 2d). We infer that these are surface oxides 
incorporated into zone 1 during the fretting test. Nanobeam 
diffraction (NBD) scans (spatial resolution of ≈2 nm) show 
that the oxide is crystalline while the surrounding matrix is 
partially amorphous (Figure 2d).
2.2.3. Chemical Composition of the Subsurface of the Titanium Alloy
For further investigating the laminate features in zone 1, an 
APT specimen was lifted from this zone (marked in Figure 2b) 
and correlative microscopy was performed on it (Figure 3). 
The STEM-high angle annular dark field (STEM-HAADF) 
image of the APT tip in Figure 3a provides an overview of the 
phase and composition distribution based on combined atomic 
and diffraction contrast. The APT reconstruction (Figure 3b) of 
the area highlighted in Figure 3a shows the distribution of tita-
nium, aluminum, vanadium, and oxygen containing ions in the 
β-rich matrix as well as iso-surfaces of near α phase composi-
tions of titanium (≈82 at%). Oxygen rich regions (pink regions 
in Figure 3b) correspond to surface or subsurface oxides. The 
1D composition profiles across various regions of interest 
(ROI 1–4), marked by dashed arrows in the APT reconstruction 
(Figure 3b), are given in Figure 4.
The surface oxide (ROI 1), which shares a boundary with the 
β-rich titanium matrix, is compositionally near to TiO (with the 
presence of aluminum and vanadium), as seen in Figure 4a. 
Mass/charge spectrum peaks corresponding to TiO2 were also 
detected. The interface between the surface oxide and the tita-
nium (β) matrix is defined by a sharp (≈5 nm thick) boundary.
The composition profile across a subsurface oxide (ROI 2) 
is given in Figure 4b. The varying oxygen concentration indi-
cates that the boundary of the subsurface oxide with the matrix 
is relatively diffuse, unlike the surface oxide-matrix interface 
Adv. Sci. 2020, 1903008
Figure 1. Initial microstructure and composition of the titanium (Ti-6Al-4V) and cobalt (Co–Cr–Mo) alloys before fretting. A) SEM-BSE image of the 
cross-section of the titanium alloy showing the α (area fraction ≈ 90%) and β phases. B) APT reconstruction showing the distribution of elements in 
the subsurface. C) 1D composition profile along the dashed arrow in (B), with the composition of the α and β phases indicated. D) ECCI image of 
the cobalt alloy surface. E) APT reconstruction of the cobalt alloy subsurface. F) 1D composition profile along the dashed arrow in (E), showing the 
homogenous composition. G) Schematic representation of the in vivo fretting location in a modular hip implant and the in vitro fretting test.
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in Figure 4a. The composition of the central region of the 
subsurface band is similar to the surface oxide, supporting 
our hypothesis that lamination of the surface oxide into the 
titanium alloy subsurface (seen in Figure 2b,d) occurred. In 
addition, the subsurface oxide region also contains chromium 
(≈5 at%), cobalt (≈1 at%), and chlorine (≈2 at%), as shown in 
Adv. Sci. 2020, 1903008
Figure 3. Subsurface of a shelf found on the titanium alloy wear surface after fretting. A) STEM-HAADF image of the APT specimen from the shelf 
subsurface. B) corresponding APT reconstruction of the shelf surface showing the surface and subsurface oxides, fragmented α particles and the diffuse 
interface between the subsurface oxide and β matrix. The approximate position of the APT specimen is marked in Figure 2B. The fragmented particles 
are isosurfaces generated from a defined range of concentrations. Due to the slight composition variation between the fragments, some features of 
the STEM image (Figure 3a) are not highlighted in the APT reconstruction (Figure 3b). The regions of interest (ROI 1 to 4) marked by dashed arrows 




















Figure 2. Microstructure of the wear surface of the titanium alloy after fretting. A) SEM-BSE image of the prominent features on the wear surface: raised 
shelves and troughs filled with grainy debris. B) TEM-BF image of the cross-section of a shelf. Oxides are present on the surface and the subsurface consists 
of zone 1 (refined matrix phase) and zone 2 (ultrafine equiaxed grains). The diffraction pattern from zone 1 (dotted circle) indicates a partially amorphous 
matrix. C) TEM-BF image of cusping and subgrain formation inside the α ribbons seen in the yellow square in B). D) STEM-BF image of the subsurface 
oxide seen in the blue square in (B). Nanobeam diffraction patterns indicate that the oxide is crystalline and the surrounding matrix is partially amorphous.
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Figure 4c. The chromium/cobalt composition ratio indicates 
that the chromium in the subsurface oxide band must origi-
nate from the chromium oxide rich layer on the surface of the 
cobalt alloy rather than from the bulk of the cobalt alloy. (The 
chromium/cobalt composition ratio in the bulk of the cobalt 
alloy is ≈0.4). The diffuse interface between the subsurface 
oxide band and the β phase matrix is imaged across a different 
location of the subsurface oxide band in ROI 3. As seen in the 
corresponding 1D composition profile in Figure 4d, there exists 
an intermixing zone enriched in oxygen bordering the matrix 
region (which has negligible oxygen). The oxygen content in 
this zone is lower than that of the subsurface oxide shown in 
Figure 4b. This intermixing zone between the subsurface oxide 
and the matrix corresponds to the partially amorphous matrix 
surrounding the subsurface oxide identified in Figure 2d.
Titanium-rich fragmented particles (82 at% Ti iso-
surfaces) are distributed inside the β-rich matrix phase 
(Figure 3b). Figure 4e is the composition profile across one 
such titanium rich fragmented particle and the β rich matrix 
phase (ROI 4). The α and β phases can be distinguished 
by their different compositions and an additional smaller 
fragmented α particle (≈2.5 nm in width) is detected. The 
subgrain orientation in the α ribbon-like features observed 
in Figure 2b,c indicates that such fragmented particles of α 
could form by shearing along slip bands arising from planar 
slip.[51]
2.3. Cobalt Alloy after Fretting
2.3.1. Wear Surface of the Cobalt Alloy
Since the constituent elements of the cobalt alloy appear inside the 
subsurface of the titanium alloy (Figure 4c), it is of interest to inves-
tigate the changes on the cobalt alloy wear surface and subsurface 
after the fretting tests and removal of the tribomaterial (Figure 5). 
The wear surface of the cobalt alloy presented in Figure 5a is dif-
ferent from the titanium alloy wear surface shown in Figure 2a. 
We hypothesize that the fine and coarse grooves along the wear 
track of the cobalt alloy were produced primarily due to microp-
loughing by the wear debris and the raised shelves, respectively, 
formed on the titanium surface. Since not all the debris particles 
or shelves must have been in direct contact with the cobalt alloy 
surface, we refrain from directly comparing the size of the grooves 
to the sizes of the features on the titanium alloy surface.
2.3.2. Subsurface of the Cobalt Alloy
A STEM-BF image of the subsurface of a groove on the cobalt 
alloy is given in Figure 5b. The immediate subsurface shows crys-
talline features representing stacking faults or twins. The higher 
density of defect structures in the upper layer could be attributed 
to plastic deformation due to the mechanical contact. Correla-
tive STEM BF-APT reconstruction of the cobalt alloy (performed 
Adv. Sci. 2020, 1903008
Figure 4. 1D composition profiles of the subsurface features in the titanium alloy after fretting. The profiles are extracted from the regions of interest 
marked in the APT reconstruction in Figure 3B. A) ROI 1: surface oxide and its interface with the matrix, B) ROI 2: subsurface oxide band. C) ROI 2: 
Magnified view of (B) showing the constituents of the tribomaterial and cobalt alloy present in the subsurface oxide band. D) ROI 3: diffuse interface, 
between the subsurface oxide band and the matrix, that is enriched in oxygen. E) Titanium rich fragmented α particles in the matrix.
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on a specimen lifted from the region marked in Figure 5b) is 
given in Figure 5c,d, respectively. No grain refinement leading to 
nanocrystallinity on a scale comparable to the titanium alloy sub-
surface (which was rendered partially amorphous) is detected. 
Instead, the features of the cobalt alloy subsurface resemble the 
initial microstructure of the cobalt alloy (Figure 1e).
2.3.3. Chemical Composition of the Subsurface of the Cobalt Alloy
In order to preserve surface features during sample prepara-
tion, the correlative STEM-APT specimen was covered by a plat-
inum protective layer. Excluding the upper platinum layer on 
the APT specimen, the 1D composition profile of the subsur-
face (Figure 5e) appears to be similar to the initial homogenous 
composition of the cobalt alloy (Figure 1f). Unlike the titanium 
alloy subsurface, no external ions (such as oxygen or chlorine) 
are present. The platinum rich layer contains 0.5 at% of CrO 
ions and ≈5% Mo. Although the exact reason why the platinum 
rich region is enriched by molybdenum is unknown, the pres-
ence of CrO indicates a chromium rich thin passivation layer.
2.4. Composition of the Tribomaterial and Serum after 
the Fretting Tests
Tribomaterial is formed during fretting due to wear par-
ticles that are not ejected from the system because they 
agglomerate and mix with denatured proteins (proteins 
are present in the bovine calf serum).[52–54] This interaction 
results in formation of a metallic-oxidic-organic triboma-
terial that remains attached to the surfaces.[55] The metal 
content of the tribomaterial containing soap solution after 
cleaning the surfaces as well as the serum in which the fret-
ting surfaces were immersed during the test is presented in 
Table 1.
The higher amount of titanium detected in the tribomaterial 
compared to the serum indicates that titanium wear particles 
generated during the fretting remain in the tribomaterial and 
are not transported into the serum. The higher chromium con-
tent compared to cobalt in the tribomaterial (chromium/cobalt 
concentration ratio ≈ 2.9) indicates the presence of chromium 
oxides. In contrast, the chromium and cobalt concentration in 
the serum is at a ratio of 0.28, closer to that of the cobalt alloy 
composition of 0.41, suggesting that corrosion of the cobalt 
alloy takes place releasing cobalt, chromium and molybdenum 
into the serum.
Adv. Sci. 2020, 1903008
Figure 5. Microstructure of the wear surface of the cobalt alloy after fretting. A) SEM-BSE image of the prominent features on the wear surface of the 
cobalt alloy: fine and coarse grooves. B) STEM-BF image of the subsurface of a groove. C) STEM-BF image of the APT specimen and D) corresponding 
APT reconstruction of the cobalt alloy subsurface. E) 1D composition profile along the dashed arrow shown in (D).
Table 1. Composition of the tribomaterial containing soap solution and 









Tribomaterial 22 ± 5 64 ± 8 11 ± 4 896 ± 31
Serum 680 ± 57 194 ± 20 44 ± 1 <40
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3. Discussion
The goal of this study was to pinpoint the origin of metal 
ion release from titanium–cobalt alloy taper junctions in hip 
implants during fretting in a proteinaceous environment 
as well as reveal how the titanium alloy is able to wear the 
harder cobalt alloy. Since wear and corrosion phenomena take 
place simultaneously in this tribosystem, we realized that 
it is necessary to probe not only the wear surfaces, but also 
deploy a multiscale probing approach capable of identifying 
both chemical and structural changes in the subsurface of the 
material.
After the fretting tests, the cobalt alloy has shallow grooves 
on the surface and slight plastic deformation in the subsur-
face region. The titanium alloy surface has raised shelves, 
separated by troughs filled with grainy debris. The subsur-
face of the shelves is comprised of fragmented α-crystals, 
oxide bands, the refined matrix and intermixed zones, all 
laminated together. Our observations are consistent with 
one of the few subsurface studies on a Co–Cr–Mo alloy 
neck/Ti-12Mo-6Zr-2Fe alloy stem couple from an implant 
retrieval where grain refinement and oxides in the titanium 
subsurface were observed alongside loss of nanocrystallinity 
on the cobalt alloy side.[41] Based on our findings, we propose 
the failure sequence during fretting of the cobalt–titanium 
alloy couple, under gross slip and boundary lubrication con-
ditions, that leads to wear and tribocorrosion (schematically 
illustrated in Figure 6).
3.1. Initial State of the Cobalt Alloy–Titanium Alloy Tribosystem
The initial state of the tribosystem prior to fretting has been 
schematically illustrated in Figure 6a. The Co–Cr–Mo has 
higher oxide fracture and interfacial adhesion strengths than 
Ti-6Al-4V.[39] The nanoindentation hardness of chromium 
oxide is 29.1 GPa, while that of TiO is 19.6 GPa and TiO2 is 
6–10 GPa.[56] Hence, the abrasive wear of the titanium alloy by 
the cobalt alloy can generate titanium wear debris, which has 
been found to primarily consist of titanium oxides.[44]
Adv. Sci. 2020, 1903008
Figure 6. Schematic representation of the mechanism of fretting corrosion and metal ion release in the titanium–cobalt alloy couple. A) initial state of 
the tribosystem, with the loading and fretting directions marked. B) early stage where the titanium oxide wear debris ploughs the titanium alloy surface 
to form a chip that remains on the surface due to a folding mechanism. The debris and chips formed on the titanium alloy surface can microplough 
the cobalt alloy surface, thus damaging the passivation layer of the cobalt alloy. C) final stage of the fretting test where the chips formed on the tita-
nium alloy surface pile up on each other during successive fretting strokes and are laminated together to form raised shelves. The shelves contribute 
to microploughing of the cobalt alloy surface. When the passivation oxide layer of the cobalt alloy is compromised, dissolution of cobalt, chromium, 
and molybdenum into the interfacial medium takes place. The metal ions from the corroding cobalt alloy, the oxide-particle laden liquid fraction of the 
tribomaterial formed between the surfaces as well as refined grains from the titanium alloy are all incorporated into the shelf during the folding process.
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3.2. Early Stage of Wear in the Cobalt Alloy–Titanium Alloy 
Tribosystem—Formation of Chips on the Titanium Alloy Surface
When abraded by the titanium oxide debris, we hypothe-
size that the material of the titanium alloy is shifted in front 
of the groove, generating chips on the surface of the tita-
nium alloy similar those observed in the case of microcutting 
(Figure 6b).[57]
3.3. Intermediate Stage of Wear in the Cobalt Alloy–Titanium 
Alloy Tribosystem: Formation of Shelves on the Titanium  
Alloy Surface
However, these chips are not torn-off and emitted as wear 
particles but instead pile up on each other. On successive fret-
ting strokes, this pile-up of chips lifts the subsurface to form 
the raised shelves found on the titanium alloy wear surface 
(Figure 6c). This hypothesis is based on the presence of the 
laminated subsurface beneath the shelves (Figure 2b), which 
contains severe plastic deformation resembling primary shear 
bands. The pile-up of chips could occur via a folding mecha-
nism, as was observed in the case of an unconstrained plastic 
flow in pure copper.[58,59] The delamination of chips is pre-
vented by the presence of polycrystalline grains via a bulging 
and coalescence mechanism,[59] which effectively folds the pri-
mary shear band to form the chip (Figure 6b). The equiaxed 
nanograins formed in the titanium alloy (zone 2 in Figure 2b) 
could also facilitate this folding mechanism in the region above 
it (zone 1 in Figure 2b).[59] During the folding process, surface 
oxides (Figure 4a,b) and part of the tribomaterial containing 
oxides enriched in chromium and cobalt (from the cobalt alloy 
counterbody), as well as chlorine (from the bovine calf serum) 
are incorporated in the shelf (Figure 4c). The intermixing of 
matrix phases with external constituents in the shelves creates 
a partially amorphous composite structure enriched by oxygen. 
This process appears similar to mechanical milling, which 
would generate a new alloy in the presence of oxygen,[60] as well 
as mechanical mixing, that would generate a new metal-oxide 
composite.[55] Although shelves with adjacent delaminations on 
the wear track would normally be attributed to the wear mecha-
nism of surface fatigue,[61] we exclude this possibility due to the 
absence of cracks below the surface, that would form in such a 
case due to cyclic contact stresses under predominantly elastic 
interaction of the bodies in contact.[62–64]
3.4. Cobalt Alloy–Titanium Alloy Tribosystem after  
the Concurrent Occurrence of Wear and Corrosion
The thus generated shelves on the titanium alloy surface as 
well as the grainy debris microplough the cobalt alloy surface, 
as is evident from the grooved features on the cobalt alloy 
wear surface (Figure 5a). The detection of chromium and 
titanium oxides in the titanium alloy subsurface (Figure 4c) 
is clear evidence that some part of the chromium-rich passi-
vation layer of the cobalt alloy as well as titanium-rich oxide 
passivation layer of the titanium alloy is removed during the 
fretting. Compromising the integrity of the oxide passivation 
layer leads to corrosion of the alloys and dissolution of the 
constituent elements into the surrounding medium until 
repassivation takes place.[37,39] From thermodynamic data,[55,65] 
the cobalt alloy is expected to undergo active dissolution of 
cobalt, transpassive dissolution of molybdenum, and pas-
sivation by chromium and the titanium alloy is expected to 
undergo passivation by titanium, passivation by aluminium, 
and dissolution of vanadium under the conditions of the fret-
ting tests. The presence of reactive oxidative species (such 
as H2O2 which was added to the interfacial medium), which 
are present in highly inflamed synovial fluid, are known to 
increase the corrosion potential of the cobalt alloy making it 
more susceptible to corrosion.[66] The faster regeneration of 
the surface oxide in the titanium alloy compared to the cobalt 
alloy[67,68] could be the reason why little titanium was detected 
in the serum that was enriched in cobalt, chromium, and 
molybdenum instead (Table 1). In addition, the limited plastic 
deformation seen in the subsurface of the cobalt alloy after the 
fretting tests (Figure 5b) could also be attributed to the higher 
rate of tribocorrosion that takes place in the cobalt alloy. This 
tribocorrosion supersedes any change in the substructure of 
the cobalt alloy due to deformation. Since each subsequent 
fretting stroke takes place on a “fresh” surface, the structure 
and composition of the cobalt alloy subsurface after the fret-
ting test resembles the initial microstructure before the fret-
ting tests. In addition, the absence of a passive film can cause 
dislocations (generated by the shear stress at the interface 
during fretting) to be attracted to the bare metal surface and 
thus be annihilated.[69] Similarly, the presence of a passive 
film leads to a higher dislocation density in the bulk of the 
material, leading to grain refinement down to nanograin for-
mation as well as accelerating mechanical wear, although the 
quantitative fractions of the corrosive and the mechanical part 
are unknown.[70] This is also a plausible reason for how the 
slower repassivation kinetics of the cobalt alloy leads to a lack 
of nanocrystallinity in the subsurface of the cobalt alloy com-
pared to the titanium alloy. The final state of the tribosystem 
is schematically depicted in Figure 6c.
Our observation of the incorporation of (formerly surface) 
titanium and chromium oxides in the subsurface of the tita-
nium alloy is consistent with the recent discovery of Cr2O3 
and amorphous TiO2 in the tissues surrounding corroded dual 
taper Co–Cr–Mo/Ti-12Mo-6Zr-2Fe junctions[24] (This implant 
design has been recalled from the market due high early failure 
rates). The correlation between the titanium and chromium 
oxides in periprosthetic tissues suggest that the same oxides 
that we observed being folded into the titanium alloy could also 
be expelled from the gap (possibly after longer fretting tests 
or different fretting regimes) and accumulate in surrounding 
tissues, leading to ALTRs. It is also to be noted that proteins 
present in the bovine calf serum could influence the corrosion 
behavior of the alloys.[71] Increasing protein concentration has 
been found to decrease the oxide film resistance of Co–Cr–Mo 
alloys.[72] Albumin can limit the adsorption of phosphate ions 
on Co–Cr–Mo alloys, thus accelerating corrosion, but can also 
modify the passive film properties and, by acting as a cathodic 
inhibitor, reduce the corrosion rate.[73] The role of the proteins 
present in bovine calf serum on the dissolution of the alloys 
could be investigated by analyzing the organic components of 
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the tribofilm formed between the alloy surfaces and will be the 
subject of our future work.
4. Conclusion
Although implant failure in the body is a complex, multifac-
torial process, the chosen contact conditions and interfacial 
medium in these in vitro tests have allowed us to evaluate 
the origin of metal ion release during fretting corrosion in 
implants with cobalt-titanium alloy taper junctions at the near-
atomic scale. A folding mechanism taking place during the fret-
ting generates raised shelves on the titanium surface. These 
shelves on the titanium alloy microplough the cobalt alloy and 
hence promote tribocorrosion in the cobalt alloy. As a result, 
the constituent elements of the cobalt alloy can be found on the 
titanium subsurface and metal ions are released into the sur-
rounding fluid. This conclusion provides a mechanistic expla-
nation why Ti-6Al-4V and Co-29Cr-6Mo should not be paired 
in hip implant taper junctions in the presence of a corrosive 
medium when micromotion between both materials cannot 
be ruled out. Better understanding of this failure sequence is 
relevant to develop new titanium alloys for the taper junction 
that do not form shelves during fretting or explore alternative 
alloys that are less susceptible to tribocorrosion under condi-
tions where the taper junction is not fully locked.
5. Experimental Section
Fretting Wear Tests: A custom built testing rig attached with a 
potentiostat was used for this study. A cobalt (Co-29Cr-6Mo) alloy pin, 
mechanically polished to a near-flat convex surface (radius = 8–10 m) 
and a titanium (Ti-6Al-4V) alloy cylinder of diameter = 13 mm were used. 
The titanium cylinder was held by a sample adapter such that the long 
axis stays vertical and the polished surfaces of two cobalt alloy pins 
(clamped horizontally) touched the curved surface of the titanium alloy 
cylinder from opposite sides, as schematically illustrated in Figure 1G. 
This type of placement of the cylinder and pins created a more realistic 
condition, similar to the placement of head-neck assembly of the hip 
implants in the body, where gravity might play a role in redistributing 
the wear particles and tribomaterial. The whole setup was immersed in 
10 mL bovine calf serum (BCS) with 3 mm H2O2, at a pH value = 7.6 
(average pH in the body) and held at a constant temperature of 37 °C 
(average body temperature). H2O2 has been proposed to be among 
the reactive oxidizing species generated by cells when there is a strong 
inflammatory reaction or infection and has been known to increase the 
corrosion susceptibility of both cobalt and titanium alloys.[74] Although 
H2O2 has been mostly used in corrosion studies,[75,76] it has been used 
in a few wear studies as well.[77,78] A force of ≈18.5 ± 4 N was applied 
normal to the curved surface of the titanium cylinder through the cobalt 
pins. With the geometry of the polished surface of the cobalt alloy, the 
maximum Hertzian pressure on the cylinder by the normal forces was 
calculated to be ≈0.17 GPa. At this state, the micromotion between 
the counterbodies was simulated by oscillating the titanium cylinder 
vertically with an amplitude of displacement = 50 µm and a frequency 
of oscillation = 4 Hz. 50 000 cycles of oscillations were performed. The 
forces and displacements were chosen such that the fretting remains 
in a gross slip regime by confirming that the work criterion was greater 
than 0.2.[79] Each fretting experiment was replicated three times. Thus, 
six samples (two per Ti-6Al-4V rod) were subjected to 50 000 cycles 
of fretting. On analysis of the wear tracks, all six samples showed the 
elevated shelf-like features described in the manuscript. It is to be noted 
that elevated shelves were also found in the wear tracks of titanium 
alloy–cobalt alloy pairs fretted in pure BCS as extensively characterized 
by SEM in ref. [44]. The composition of the serum after the fretting 
test was analyzed using inductively coupled plasma-optical emission 
spectroscopy (ICP-OES). The wear surface was then sonicated in 
enzymatic soap and the composition of the resultant solution, which 
was assumed to be the composition of the tribomaterial formed between 
the surfaces, was analyzed by ICP-OES as well.
Correlative TEM/APT Analysis: A protocol developed at MPIE, 
Düsseldorf was implemented for correlative TEM/APT analysis.[45] 
For this purpose, custom-made specimen holders compatible for 
both a 200 kV JEOL 2200FS TEM (equipped with STEM-HAADF and 
NBD instrumentation) and a CAMECA LEAP 5000XR atom probe 
microscope were used for the data acquisition. While the TEM provides 
nanoscale structural and crystallographic information, the APT gives 
quantitative 3D compositional information with near atomic resolution 
and detection sensitivity of 10 ppm for all elements. After the TEM 
analysis, the specimen was cleaned using focused ion beam milling at 
5 kV and 15pA, resulting in the removal of an approximately 10 nm thick 
layer of material from the outer periphery of the sample. APT acquisition 
was carried out in laser pulse mode, a pulsing of 200 kHz with an 
energy of 40 pJ at specimen temperature ≈50 K was used for APT data 
acquisition. The correlative samples and TEM overview lamellae were 
prepared using a dual beam focused ion beam instrument with a Ga 
source.
Conflict of Interest
The authors declare no conflict of interest.
Keywords
biomedical titanium alloys, cobalt–chromium–molybdenum alloys, Morse 
taper junctions, total hip replacement, tribocorrosion
Received: October 24, 2019
Revised: December 30, 2019
Published online: 
[1] J. M. Hootman, C. G. Helmick, K. E. Barbour, K. A. Theis, 
M. A. Boring, Arthritis Rheumatol. 2016, 68, 1582.
[2] M. Cross, E. Smith, D. Hoy, S. Nolte, I. Ackerman, M. Fransen, 
L. Bridgett, S. Williams, F. Guillemin, C. L. Hill, L. L. Laslett, 
G. Jones, F. Cicuttini, R. Osborne, T. Vos, R. Buchbinder, A. Woolf, 
L. March, Ann. Rheum. Dis. 2014, 73, 1323.
[3] B. F. Kavanagh, S. Wallrichs, M. Dewitz, D. Berry, B. Currier, 
D. Ilstrup, M. B. Coventry, J. Arthroplasty 1994, 9, 229.
[4] L. Neumann, K. G. Freund, K. H. Sorenson, J. Bone Joint Surg. 
British volume 1994, 76-B, 245.
[5] T. Eisler, O. Svensson, A. Tengström, E. Elmstedt, J. Arthroplasty 
2002, 17, 457.
[6] J. Older, J. Arthroplasty 2002, 17, 675.
[7] S. Kurtz, K. Ong, E. Lau, F. Mowat, M. Halpern, J. Bone Joint Surg. 
2007, 89, 780.
[8] A. Patel, G. Pavlou, R. E. Mujica-Mota, A. D. Toms, Bone Joint J. 
2015, 97-B, 1076.
[9] C. Pabinger, H. Lothaller, N. Portner, A. Geissle, HIP International 
2018, 28, 498.
[10] N. N. Mahomed, J. A. Barrett, J. N. Katz, C. B. Phillips, E. Losina, 
R. A. Lew, E. Guadagnoli, W. H. Harris, R. Poss, J. A. Baron, J. Bone 
Joint Surg.-Am. Volume 2003, 85, 27.
[11] K. J. Bozic, S. M. Kurtz, E. Lau, K. Ong, T. P. Vail, D. J. Berry, J. Bone 
Joint Surg.-Am. Volume 2009, 91, 128.
www.advancedsciencenews.com
1903008 (10 of 10) © 2020 The Authors. Published by WILEY-VCH Verlag GmbH & Co. KGaA, Weinheim
www.advancedscience.com
Adv. Sci. 2020, 1903008
[12] S. M. Kurtz, E. Lau, K. Ong, K. Zhao, M. Kelly, K. J. Bozic, Clin. 
Orthopaedics Related Res. 2009, 467, 2606.
[13] T. P. Schmalzried, Seminars Arthroplasty 2016, 27, 232.
[14] P. Hernigou, S. Queinnec, C. H. F. Lachaniette, Int. Orthopaedics 
2013, 37, 2081.
[15] T. Narushima, K. Ueda, Alfirano, in Advances in Metallic Biomaterials  
(Eds: M. Niinomi, T. Narushima, M. Nakai), Springer Berlin 
Heidelberg,  2015, p. 157.
[16] J. Acero, J. Calderon, J. I. Salmeron, J. J. Verdaguer, C. Concejo, 
M. L. Somacarrera, Journal of Cranio-Maxillofacial Surgery 1999, 27, 117.
[17] M. Niinomi, Mater. Sci. Eng., A 1998, 243, 231.
[18] A. J. Hart, P. D. Quinn, F. Lali, B. Sampson, J. A. Skinner, J. J. Powell, 
J. Nolan, K. Tucker, S. Donell, A. Flanagan, J. F. W. Mosselmans, 
Acta Biomater. 2012, 8, 3865.
[19] M. Huber, G. Reinisch, G. Trettenhahn, K. Zweymuller, F. Lintner, 
Acta Biomater. 2009, 5, 172.
[20] A. J. Hart, P. D. Quinn, B. Sampson, A. Sandison, K. D. Atkinson, 
J. A. Skinner, J. J. Powell, F. W. Mosselmans, Acta Biomater. 2010, 
6, 4439.
[21] G. B. Higgs, J. A. Hanzlik, D. W. MacDonald, J. L. Gilbert, 
C. M. Rimnac, S. M. Kurtz, I R C W Committee, J. Arthroplasty 2013, 
28, 2.
[22] J. L. Gilbert, C. A. Buckley, J. J. Jacobs, K. C. Bertin, M. R. Zernich, J. 
Bone Joint Surg. 1994, 76, 110.
[23] H. S. Hothi, R. Berber, R. K. Whittaker, G. W. Blunn, J. A. Skinner, 
A. J. Hart, J. Arthroplasty 2016, 31, 1123.
[24] A. Di Laura, P. D. Quinn, V. C. Panagiotopoulou, H. S. Hothi, 
J. Henckel, J. J. Powell, F. Berisha, F. Amary, J. F. W. Mosselmans, 
J. A. Skinner, A. J. Hart, Sci. Rep. 2017, 7, 10952.
[25] J. J. Devlin, A. C. Pomerleau, J. Brent, B. W. Morgan, S. Deitchman, 
M. Schwartz, J. Med. Toxicol. 2013, 9, 405.
[26] M. D. Cohen, B. Kargacin, C. B. Klein, M. Costa, Crit. Rev. Toxicol. 
1993, 23, 255.
[27] B. F. Moore, P. F. Lachiewicz, Arthroplasty Today 2017, 3, 207.
[28] H. J. Cooper, R. M. Urban, R. L. Wixson, R. M. Meneghini, 
J. J. Jacobs, J. Bone Joint Surg.-Am. Volume 2013, 95, 865.
[29] M. Kiran, P. J. Boscainos, J. Arthroplasty 2015, 30, 277.
[30] X. Mao, G. H. Tay, D. B. Godbolt, R. W. Crawford, The J. Arthroplasty 
2012, 27, 493.e13.e13.
[31] U. S. Food and Drug Administration, Federal Register The daily 
Journal of the United States Government 2016, Document number: 
2016–03331, 8146.
[32] H. J. Cooper, C. J. Della Valle, R. A. Berger, M. Tetreault, 
W. G. Paprosky, S. M. Sporer, J. J. Jacobs, J. Bone Joint Surg.-Am. 
Volume 2012, 94, 1655.
[33] C. W. F. Scully, S. M. Teeny, Orthopedics 2013, 36, e666.
[34] M. R. Whitehouse, M. Endo, S. Zachara, T. O. Nielsen, 
N. V. Greidanus, B. A. Masri, D. S. Garbuz, C. P. Duncan, Bone Joint 
J. 2015, 97-B, 1024.
[35] P. A. Vendittoli, V. Masse, M. O. Kiss, D. Lusignan, M. Lavigne, HIP 
Int. 2019, 29, 262.
[36] T. P. Hoar, D. C. Mears, Proc. R. Soc. London, Ser. A 1966, 294, 486.
[37] J. L. Gilbert, C. A. Buckley, E. P. Lautenschlager, ASTM Spec. Tech. 
Publ. 1996, 1272, 199.
[38] V. Swaminathan, J. L. Gilberts, Biomaterials 2012, 33, 5487.
[39] J. R. Goldberg, J. L. Gilbert, J. Biomed. Mater. Res. 1997, 37, 421.
[40] J. L. Gilbert, C. A. Buckley, J. J. Jacobs, J. Biomed. Mater. Res. 1993, 
27, 1533.
[41] M. G. Bryant, D. Buente, A. Oladokun, M. Ward, G. Huber, 
M. Morlock, A. Neville, Biotribology 2017, 10, 1.
[42] C. D. Griffin, R. A. Buchanan, J. E. Lemons, J. Biomed. Mater. Res. 
1983, 17, 489.
[43] N. Moharrami, D. J. Langton, O. Sayginer, S. J. Bull, Thin Solid Films 
2013, 549, 79.
[44] A. Fischer, D. Janssen, M. Wimmer, Biotribology 2017, 11, 8.
[45] M. Herbig, P. Choi, D. Raabe, Ultramicroscopy 2015, 153, 32.
[46] S. Balachandran, J. Orava, M. Köhler, A. J. Breen, I. Kaban, 
D. Raabe, M. Herbig, Scr. Mater. 2019, 168, 14.
[47] I. Weiss, F. H. Froes, D. Eylon, G. E. Welsch, Metallurg. Transact. A 
1986, 17, 1935.
[48] S. L. Semiatin, S. L. Knisley, P. N. Fagin, D. R. Barker, F. Zhang, 
Metall. Mater. Trans. A 2003, 34, 2377.
[49] S. L. Semiatin, D. U. Furrer, in Fundamentals of Modeling for Metals 
Processing (Eds. D. U. Furrer, S. L. Semiatin), ASM International, 
Materials Park, Ohio 2009, p. 522.
[50] H. E. Lippard, R. L. Kennedy, in Cobalt-Base Alloys for Biomedical 
Applications (Eds. J. Disegi, R. Kennedy, R. Pilliar), ASTM Interna-
tional, West Conshohocken, Pennsylvania 1999, p. 98.
[51] I. Weiss, G. E. Welsch, F. H. Froes, D. Eylon, in Titanium: Science 
and Technology (Eds. G. Lutjering, U. Zqicker, W. Bunk), Deutsche 
Gesellschaft fur Metallkunde e.V, Germany,  1985, 1503.
[52] M. Godet, Wear 1984, 100, 437.
[53] S. Mischler, S. Debaud, E. A. Rosset, D. Landolt, Tribology Series 
1996, 31, 623.
[54] N. Fillot, I. Iordanoff, Y. Berthier, Wear 2007, 262, 949.
[55] N. Espallargas, A. Fischer, A. Igual Muñoz, S. Mischler, 
M. A. Wimmer, Biotribology 2017, 10, 42.
[56] C. Baron, H. Springer, Data in Brief 2017, 12, 692.
[57] K. H. Zum Gahr, Microstructure and Wear of Materials, Elsevier 
Science Publishers, North Holland 1987.
[58] N. K. Sundaram, Y. Guo, S. Chandrasekar, Phys. Rev. Lett. 2012, 109, 
106001.
[59] N. Beckmann, P. A. Romero, D. Linsler, M. Dienwiebel, U. Stolz, 
M. Moseler, P. Gumbsch, Phys. Rev. Appl. 2014, 2, 064004.
[60] Y. Y. Li, C. Yang, W. P. Chen, X. Q. Li, M. Zhu, J. Mater. Res. 2007, 
22, 1927.
[61] R. B. Waterhouse, D. E. Taylor, Wear 1974, 29, 337.
[62] Y. P. Chiu, T. E. Tallian, J. I. McCool, Wear 1971, 17, 433.
[63] T. E. Tallian, J. I. McCool, Wear 1971, 17, 447.
[64] W. J. Saleski, R. M. Fisher, R. O. Ritchie, G. Thomas, in Wear of 
Materials’83 (Ed: K. C. Ludema), ASME, New York 1983, 434.
[65] M. Pourbaix, Atlas of electrochemical equilibria in aqueous solutions, 
National Association of Corrosion Engineers,  1974.
[66] J. Gilbert, S. Mali, S. Sivan, in ASTM Special Publication  
(Eds. A. S. Greenwald, S. M. Kurtz, J. E. Lemons, W. M. Mihalko), 
ASTM International 2015.
[67] T. Hanawa, Corros. Rev. 2003, 21, 161.
[68] N. Eliaz, Materials 2019, 12, 407.
[69] J. Perret, E. Boehm-Courjault, M. Cantoni, S. Mischler, 
A. Beaudouin, W. Chitty, J.-P. Vernotd, Wear 2010, 269, 383.
[70] S. Guadalupe Maldonado, S. Mischler, M. Cantoni, W. J. Chitty, 
C. Falcand, D. Hertz, Wear 2013, 308, 213.
[71] C. Valero Vidal, A. Igual Muñoz in Bio-Tribocorrosion in Biomaterials 
and Medical Implants (Ed. Y. Yan), Woodhead Publishing Limited, 
Cambridge, UK 2013, p. 187.
[72] R. Namus, J. Nutter, J. Qi, W. Mark Rainforth, Appl. Surf. Sci. 2020, 
499, 143908.
[73] A. Igual Muñoza, S. Mischler, J. Electrochem. Soc. 2007, 154, 
C562.
[74] J. L. Gilbert, Corrosion 2017, 73, 1478.
[75] J. L. Gilbert, S. Sivan, Y. Liu, S. B. Kocagoz, C. M. Arnholt, 
S. M. Kurtz, J. Biomed. Mater. Res., Part A 2015, 103, 211.
[76] J. Pan, D. Thierry, C. Leygraf, J. Biomed. Mater. Res. 1996, 30, 
393.
[77] Y. Liu, Ph.D. Thesis, Syracuse University,  2017.
[78] A. Montague, K. Merritt, S. Brown, J. Payer, J. Biomed. Mater. Res. 
1996, 32, 519.
[79] S. Fouvry, P. Kapsa, L. Vincent, Wear 1996, 200, 186.
